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The Logic State Analyzer — Displaying 
Complex Digital Processes in 
Understandable Form 

Sixteen consecutive 12-bit words from any part of a data 
stream are captured and held for display by a new Logic 
State Analyzer, greatly simplifying the task of monitoring 
program flow when troubleshooting complex digital 
processors. 

by William A. Farnbach 



AS LOW-COST MSI AND LSI components make 
feasible the use of more sophisticated digital 
processors in a broadening variety of applications, 
there is a growing need to be able to perceive what is 
happening in a digital process. With the increasing 
power of digital systems that is developing, the 
amount of data that must be understood to debug or 
check out a digital machine increases at a dismaying 
rate. 

It is no longer practical to start troubleshooting by 
asking electrical questions such as, "Do we have too 
much clock skew somewhere? Is there a transient on 
a reset bus? Could one of the switches have bounced 
too long?" There are just too many possibilities to eli- 
minate them one at a time. The problem must first be 
isolated by answering functional questions, as, 
"Which loop is it stuck in? Which way does it branch 
at 036s? How did it get it to 'halt'?" 

Recently described in these pages was a new instru- 
ment (Model 5000A Logic Analyzer) that can help 
answer these questions by capturing and displaying 
digital data in serial form, like data circulating in a 
calculator, data transmitted between remote termin- 
als and a computer, or serial data stored on discs. 1 De- 
scribed here is a new instrument (Fig. 1) that cap- 
tures and displays digital data in parallel form, such 
as the output of a random-access memory or the 
states of a counter. The tabular display of consecu- 
tive words provides an overall view of system opera- 
tion that makes it far easier to trace information flow 
than would be possible with an oscilloscope or other 
traditional test instrument. 

Tabular Display 

The new instrument, called the Model 1601L Lo- 
gic State Analyzer, displays 16 consecutive 12-bit 
words as "l's" and "0's" in 16 rows, just as logic data 
or truth tables are presented in textbooks. The instru- 



ment has 12 data inputs using a new probe system 
that can connect all 12 inputs to closely -spaced pins 
on digital IC's (Fig. 2). The contents of the displayed 
words are determined by the placement of the corre- 
sponding probes. If all 12 inputs are not to be used, a 
column blanking control allows the unused data 
channels to be blanked from the display. 

An additional probe input, the "clock" input, is 
provided for externally generated pulses that are 
used to strobe the data lines. Each time a pulse edge 
occurs at this input, the values present on the data 
lines are strobed into the Analyzer's memory. Clock 
pulses from the system under test at any repetition 
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Cover: The stylized diag- 
ram emphasizes that there 
are 12 input channels to this 
[instrument, and instead of 
' waveforms it displays logic 
TfTSl levels as ones and zeroes 
.1 :|'l % with the time scale running 
from top to bottom. For a de- 
scription of this new window 
into the world of digital processes, see the article 
beginning on this page. 
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Fig. 1. Model 1601 L Logic State 
Analyzer system displays pro- 
gram flow in a digital processor in 
an easy-to-comprehend tabular 
form, greatly easing the task of 
finding troubles in a digital system. 
The Model 182C Oscilloscope 
mainframe supplied with the sys- 
tem is a standard unit that can be 
used with other plug-ins. Con- 
versely, the Logic State Analyzer 
plug-in can be used with other 
mainframes in the 180 family. 



rate up to 10 MHz are usually applied to this input, 
but flags, data valid, subcycle counter, or any other 
signals may also be used. 

The words displayed are referenced to a preset trig- 
ger word. The Analyzer can be set to display the trig- 
ger word and the 15 words following, or it can dis- 
play the trigger word and the 15 words that preceded 
it. The trigger word can also start a digital delay 
generator so the instrument captures and displays 
the 16 words that follow a preset number of clock cy- 
cles. This makes it possible to page through a long di- 
gital sequence, as long as 100,000 words. 

The trigger word, which can be brightened to 
show its position in the data stream, is selected with 
a bank of 12 front-panel switches that correspond to 
the 12 data inputs. The switches have three posi- 



tions: HI, OFF and LO. When analyzing positive lo- 
gic, HI corresponds to a"l"andLOto"0". With nega- 
tive logic, HI is "0" and LO is "1". OFF means "don't 



care. 



Successive States 

An example of how the instrument is used is 
shown in Fig. 3. This shows the state flow in a BCD 
counter. The probes corresponding to the four least 
significant digits are attached to the Q0, Ql, Q2, and 
Q3 outputs of a type 9310 counter, the corresponding 
trigger switches are all set to "0" (the others are set to 
OFF), and the column-blanking control is set to 
blank the eight most significant digits. The display is 
then set to start with the trigger word, which is 
shown at the top of the display. 




Fig. 2. New probing system enables probes to be attached 
to adjacent pins on standard DIP IC packages that have as 
little as 0.02 inch (0.5 mm) clearance between the package 
and the leads. "Grabbers" can be removed, leaving a 0.025 
inch (0.6 mm) socket for inserting test clips or wire-wrap pins. 
Twelve signal probes and two ground probes are gathered 
into two groups of seven to ease handling. 

One of the most useful characteristics of the Logic 
State Analyzer is its ability to pick out any sequence 
in a microprocessor, capture the sequence, and re- 
tain it for display. Fig. 4 shows the turn-on sequence 
in the HP Model 34703A Multimeter 2 . The trigger 
word set on the Logic State Analyzer is the initial 
check test state, 167s, in the turn-on sequence. When 
the Multimeter is turned on, the Logic State Analyzer 
shows that the Multimeter's digital controller fol- 
lows the correct state flow down to the wait loop, 
1638-1228, where it waits for a step command. 

Grouping the Digits 

The "l's" and "O's" on the display are easy to read 
and interpret. To enhance display readability, the dis- 
played bits are arranged vertically in groups, with a 
minor space between pairs of words and a major 
space after every fourth word. A front-panel pushbut- 
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Fig. 3. State flow in a BCD counter. The trigger word at the top 
is brightened indicating here that the CRT displays the trigger 
and the 15 states that follow the trigger. The numerical scales, 
silk-screened on the back side of the contrast filter, assist in 
identifying states. 

ton allows a choice of horizontal groupings, into co- 
lumns of 3, for convenience in reading octal words, 
or into columns of 4 for BCD or hexadecimal words 
(Fig. 5). Another pushbutton inverts the displayed 
patterns, replacing the "l's" with "O's" and the "O's" 
with "l's" for display of negative-true logic. 

The CRT display is also helpful in identifying erra- 
tic states. These appear as "l's" superimposed on 
"O's". An erratic state that exists only 5% of the time 
can be identified this way. 

Operating Modes 

Data flows in digital machines are seldom 
repetitive — they must be captured on the first pass or 
lost. The Logic State Analyzer can operate in a single- 
sample mode, in which a captured sequence is dis- 
played continuously until the RESET pushbutton is 
pressed, initiating a new acquisition cycle. This 
mode is especially useful in the end display trigger 
mode, where the instrument displays the trigger 
word and the 15 words that precede it, a useful tech- 
nique for finding out how a processor arrived at a par- 
ticular state. The instrument also operates in a repeti- 
tive mode where it updates the display whenever trig- 
ger requirements are met. In addition there is a free- 
run mode where it ignores the trigger switches and 
initiates a data-acquisition cycle each time a display 
cycle is completed. This mode is useful for double- 
checking connections to the circuit under test — ac- 
tive probes properly connected will show superim- 
posed ones and zeros; those not making good contact 
will show either ones or zeros steadily. 

Input Logic Requirements 

The instrument samples the input data on either 




Fig. 4. Program flow in the turn-on sequence of a multimeter 
is shown by the diagram and the Logic State Analyzer display. 



the positive-going or negative-going edges of the 
clock input, as selected by a front-panel pushbutton. 
The threshold level can be preset to +1.45V, the 
usual TTL threshold level, or it can be varied over a 
range of -10 to +10V (both clock and data input 
thresholds are set by the same control). 

As an aid for the operator when no display occurs, 
monitor lights (NO CLOCK) indicate whether the 
clock waveform is above the threshold level (HI), or 
below (LO), or within ±0.2V of the threshold (both 
HI and LO on). This arrangement also allows the 
clock input to be used as a logic probe for single- 
point measurements. 

If proper clock signals are being received, as indi- 
cated by both NO CLOCK lights being extinguished, 
but the trigger word does not occur, then a NO TRIG 
indicator lights up. 

The Logic State Analyzer also has two outputs. 
One is a repetititon of the clock input, buffered out at 
TTL levels but with 40 ns delay. The other is a TTL 
pulse that occurs whenever the selected trigger word 
occurs. This is useful for triggering an oscilloscope, 
for example, on the exact digital state desired. Fig. 5 
shows how this is used. This shows a BCD counter 
that is counting incorrectly, resetting on state 89 
instead of 99. The Logic State Analyzer is set to trig- 
ger on state 88, which triggers the oscilloscope. Exa- 
mination of the master reset bus with the oscillos- 
cope shows a transient that occurs at the beginning 
of state 90. 

By using a counter to measure the ratio of trigger 
outputs to clock outputs, it is possible to determine 
the percentage of time a microprocessor spends in sub- 
routines or the randomness of state occurrences in 
pseudorandom number generators. 

The trigger output can also be used to make other 
measurements in digital processes. For example, to 
find out how long a calculator-plotter algorithm 
spends in a 4-state wait loop, the trigger word is set to 
one of the wait loop states. In one pass through the 
algorithm, the counter totals 1538, meaning 1538 
passes through the loop or 6150 clock pulses (2 
clocks are dropped when the loop exits). 



Data Processing 

Processing of incoming signals begins in the two 
pods to which the probes are attached (six probes 
with each pod). Here, the incoming voltage levels are 
compared to the instrument's threshold level to clas- 
sify them as Hi's or LO's. Doing this in the pod close 
to the point of measurement holds the capacitance 
that each incoming signal must drive to less than 14 
pF (input resistance is approximately 40 kft). 

The incoming clock signal is quantized the same 
way but in addition it is fed through a slope selector 




Fig. 5. Trigger word here is set to 
end the display, showing that the 
two-decade BCD counter resets 
on 89 rather than 99. Resetting the 
Logic State Analyzer to trigger on 
88, and using the trigger output to 
start an oscilloscope (right), dis- 
closes a "glitch" on the reset bus 
on state 90. 



to an RS latch, a Schottky TTL line driver that gener- 
ates fast clock transitions that are uniform regardless 
of the incoming signal rise time. The slope selector 
(Fig. 6 ] selects the clock edge that triggers the RS 
latch. 

The outputs of the data probes are transferred to 
the instrument where they are clocked into a set of 12 
D-type TTL flip-flops for temporary storage. The rela- 
tive delays of the clock and data paths are adjusted so 
the input has zero "hold time," the time that the data 
must not change after the triggering clock edge oc- 



curs. "Set-up time," the time that the data must be sta- 
ble before the clock edge occurs, is 35ns, mostly a re- 
sult of variations in delay between one data path and 
another. With the provisions for polarity inversion 
and threshold selection that this instrument has, it 
can thus be made to respond to digital signals almost 
exactly like the digital circuits it monitors. 

The outputs of the temporary storage flip-flops are 
passed on to the 16 x 12 memory and to the trigger 
word comparator, where they are compared to the 
front-panel trigger- word switch settings. 
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Fig. 6. Block diagram of the Logic State Analyzers' data acquisition circuits. 



The input clock signal is delayed 40ns by a delay 
multivibrator and then formed into a standard 40-ns 
pulse by a second multivibrator. The delayed clock is 
used as the write-enable pulse for the memory and al- 
so as the clock signal for data acquisition control. 

Acquisition Cycle 

Writing of new data into the memory is controlled 
by the acquisition control circuit. Control consists 
mainly of stopping data acquisition once the proper 
data has been stored, the exact operation depending 
on which trigger mode is selected. 

In the start-display mode, data is written constantly 
into memory. On each clock cycle, the data currently 
in temporary storage replaces the oldest data word in 
memory. In other words, the memory acts as twelve 
parallel, 16-bit, shift registers. This is accomplished 
by deriving the memory address from a 16-bit 
counter that is incremented by each input clock. 

When a match between incoming data and the trig- 
ger word occurs, the trigger comparator sets the trig- 
ger flip-flop and enables the data index counter. This 
occurs on the trailing edge of the write-enable pulse. 

Data acquisition continues until the data index 
counter reaches a count of 15. This turns on the "data 
ready" line to the display section and gates off the 
clock pulses in the data acquisition section. Acquisi- 
tion thus stops, and memory control is transferred to 
the display section. The memory now contains the 
trigger word and the 15 data words that immediately 
followed. 

The start-delay trigger mode is essentially the 
same, except that the trigger flip-flop enables the de- 
lay counter. When the delay counter totals the preset 
number of clock pulses, it enables the data index 
counter. Data acquisition continues for 15 more 
clock cycles then stops. The memory now contains 
the word that occurred on conclusion of the preset 
number of clock cycles after the trigger word, and the 
15 words that followed. 

In the end display mode, the sequencing of the trig- 
ger flip-flop and the data index counter is reversed. 
The data index counter begins counting clock cycles 
as soon as the acquisition cycle begins. When it 
reaches a count of 1 5 , it is disabled but the trigger flip- 
flop is enabled. This prevents a trigger from being ac- 
cepted until the 16th clock pulse after acquisition be- 
gins, thus ensuring that the memory does not retain 
data from the previous acquisition cycle. 

Although the data index counter is disabled, the 
memory continues to accept data until a trigger word 
occurs. Occurrence of a trigger word sets the trigger 
flip-flop, stopping acquisition at once since the data 
counter has already reached full count. Because the 
trigger flip-flop is set on the trailing edge of the write- 
enable pulse, the memory now contains the trigger 



word and the fifteen words that preceded it. 

In the free-run mode, the trigger flip-flop remains 
enabled at all times so the acquisition cycle stops as 
soon as 16 words are loaded into memory. 

Generating the Display 

Once data has been acquired in any of these 
modes, memory control is transferred to the display 
section (Fig. 7). 

This section has two counters: the 12-state horizon- 
tal counter and the 16-state vertical counter. These se- 
lect the bit in memory to be displayed and position 
the CRT beam by way of digital-to-analog converters. 

The count in the horizontal counter is applied to a 
one-of-twelve selector that selects the bit in a particu- 
lar word in memory that is to be displayed. Incre- 
mented by an internally-generated 50-kHz clock, the 
counter steps through all its 12 states before reset- 
ting. While resetting, it increments the memory add- 
ress counter and the vertical counter. 

Since the vertical counter steps in synchronism 
with the memory address counter, it is not involved 
directly in word selection. The outputs of the four 
flip-flops in the vertical counter are weighted and ad- 
ded to obtain an analog voltage for positioning the 
CRT beam vertically. Weightings were chosen 
to space the words in groups of four with subgroups 
of two to enhance readability. The relative weight- 
ings are: 

A (least significant bit) 1 

B 2.1 

C 5 

D (most significant bit) 10 

To enable the vertical columns to be arranged in 
groups of either three (OCT) or four (BCD), as se- 
lected by the front-panel BYTE switch, the output of 
the horizontal counter addresses a read-only me- 
mory. This selects a 4-bit word corresponding to the 
position of the bit to be displayed. This word is ap- 
plied to a digital-to-analog converter to derive the 
CRT beam horizontal deflection voltage. 

Characters are generated by superimposing 100- 
kHz sinewaves on the deflection voltages. The sine- 
wave to the horizontal deflection system is shifted 
about 90° by a capacitor and reduced slightly in am- 
plitude so an ellipse is written. To trace a "1", the 
sinewave is switched off the horizontal deflection by 
the l-of-12 horizontal selector. If the polarity of the 
display is to be inverted, the switch turns off the sine- 
wave for a LO, rather than switching off for a HI. 

The 50-kHz clock pulses are derived by dividing 
down the 100-kHz signal. During the first half of 
each clock pulse, the CRT is blanked while the CRT 
beam is being moved to the new position. During the 
second half, the beam is unblanked and the character 
is written. 
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Fig. 7. Block diagram of the display circuits. 



Display Cycles 

When the instrument is operated in the single cy- 
cle mode, the vertical and horizontal counters are re- 
set at the end of a display, and another display cycle 
is initiated. This continues until the RESET button is 
pressed, at which time memory control is transferred 
immediately to the acquisition control circuit, initiat- 
ing a new data acquisition cycle. The TRIGGER OUT- 
PUT, however, outputs a pulse whenever trigger re- 
quirements are met, regardless of what the instru- 
ment is doing. 

In the repetitive mode, display cycles repeat for a 
time determined by the front-panel DISPLAY RATE 
control. This control, which has a range of 40ms to 5s, 
adjusts the slope of the display rate ramp. At the end 
of each display, this ramp is compared to a reference 
voltage and if it exceeds this voltage, memory con- 
trol is transferred to the acquisition control circuit. 
Column blanking is controlled by a voltage ramp 



that is compared to a reference. The result of the com- 
parison is applied to the D input of a flip-flop 
clocked by the 50-kHz internal clock. The output of 
the flip-flop, which goes to the blanking circuit, will 
not change until the ramp exceeds the reference. 

Characters are displayed as long as the ramp is be- 
low the reference level (characters are written from 
right to left on the display). When the ramp exceeds 
the reference, the character on the next clock pulse 
and those that follow will be blanked. Blanking dig- 
its rather than resetting the horizontal counter to 
shorten the displayed word ensures that changing the 
blanking control does not affect CRT intensity. 

The ramp is reset at the time the horizontal counter 
resets. The input to the column-blanking flip-flop is 
thus below the threshold at the start of the next row 
so the first digit cannot be blanked. This prevents the 
display from being completely blanked when the COL- 
UMN BLANKING control is at its extreme position. 
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Fig. 8. NO CLOCK and NO TRIGGER indicators are inter- 
locked so the NO TRIGGER indicator can turn on only when 
clock pulses are present but the trigger word does not occur. 

Operator Alerts 

The NO CLOCK and NO TRIGGER indicators (Fig. 
8) are controlled by the data acquisition control cir- 
cuit. These are held off by a monostable multivibra- 
tor as long as clock pulses set the multivibrator. Any- 
time that clock pulses are absent for more than one- 
tenth second, the multivibrator resets, enabling the 
indicator gates. 

The other inputs to the gates come from voltage 
comparators that compare the low-pass filtered clock 
input to the threshold voltage. The Hi indicator can 
light up if the average level of the clock signal is 
above a level that is about 0.2V below the threshold. 
The LO indicator can light up if the clock average is 
below about 0.2V above the threshold. If the clock 
average is within ±0.2V of the threshold, both indica- 
tors will light. 

The NO trigger indicator is controlled by the 
trigger flip-flop. Each time the trigger flip-flop is set, 
it sets a monostable multivibrator. The multivibrator 
resets 0.1 s after the last trigger pulse, enabling the 
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NO TRIG indicator through a gate. The other input to 
the gate is from the NO CLOCK delay multivibrator 
so in the absence of clock pulses, the NO TRIG indica- 
tor is inhibited. 
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Clock and Data Inputs 

REPETITION RATE: lo 10 MHz. 

INPUT IMPEDANCE: 40 ±3k ohms shunted by £14 pF 

INPUT BIAS CURRENT: * 30 uA. 

INPUT THRESHOLD: TTL. fixed a! approx + 1 5 Vdc; variable, :10Vdc. 

MINIMUM INPUT SWING: 0.4V +10°/. of threshold V p-p 

MINIMUM CLOCK PULSE WIDTH: 25 ns. 

MINIMUM SETUP TIME: lime data must be present prior to clock transition. 35 n: 



SPECIFICATIONS 

HP Model 1601 L Logic State Analyzer 

(Includes 1601A LSA plug-in, 1B2A mainframe, clock and data probes] 
MINIMUM HOLD TIME: time data must be present after clock transition, 

Display Rate 

VARIABLE: from <40 ms to >5s. 

Clock and Trigger Outputs 

HIGH: s2V into 50 ohms (line driver interlace}. 
LOW: <0.4V into 50 otims (line dnver interlace) 
PULSE DURATION: approx 40 ns (RZ format) 



General 

WEIGHT: 31.75 lb (14.4 kg}. 

POWER: 115V or 230V ±10%. 48 to 440 Hz, 200 VA man. 
DIMENSIONS: approx 8 in W x 13 In H x 19 in D (20 x 34 x 49 cm). 
PRICE IN U.S.A.: Model 1601L Logic State Analyzer, $2650. 
Model 1601 A Logic State Analyzer Plug-in with probes but without 182A main- 
lrame (can use any 180-series mainframe as display), $1700. 
MANUFACTURING DIVISION: COLORADO SPRINGS DIVISION 
1900 Garden of the Gods Road 
Colorado Springs. Colorado 80907 



A Laser Interferometer That Measures 
Straightness of Travel 

This unique "straightedge" combines the high accuracy of 
the optical flat with the long range of the laser to achieve 
submicron resolution over ranges up to 100 feet. 

by Richard R. Baldwin, Barbara E. Grote, and David A. Harland 



IT IS BECOMING increasingly important in the 
machine tool industry to determine the precise 
geometry as well as the positioning accuracy of ma- 
chine slides. The problem is particularly acute for 
multi-axis machine tools, where the method most of- 
ten used for single-axis machines , the Abbe' Compara- 
tor Principle 1 , cannot be followed. Present methods 
allow accurate measurement of machine slide posi- 
tioning, but can measure geometry only in terms of an- 
gular quantities such as pitch and yaw. The only reli- 
able tools available for determining straightness of 
travel have been the short straightedge and the opti- 
cal flat.* These devices are adequate in cases where 

* A glass plate carefully lapped and polished for maximum flatness. 



the total machine slide travel is two feet or less, but it 
is not feasible to produce physical standards to ac- 
commodate travel longer than this. 

Traditionally, attempts have been made to over- 
come this problem by resorting to an optical or me- 
chanical substitute such as a mobile fluid, a 
stretched wire, an alignment telescope, or an align- 
ment laser. Unfortunately, such attempts have 
proved much less accurate than the short straight- 
edge or optical flat, which have remained the most 
accurate straightness standards for the last century. 

The Straightness Interferometer 

The straightness interferometer, as shown in Fig . 1 , 




Fig. 1. The straightness inter- 
ferometer, an optional accessory 
to the 5526A Laser Interferometer 
System, measures straightness, 
parallelism, and perpendicularity 
of machine-tool and measuring- 
machine coordinate motions over 
a range of approximately 100 feet 
or 30 meters. Basic accuracy is 
five microinches per foot of travel. 
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provides a more direct answer to the straightness 
problem: use small optical flats to measure straight- 
ness over a long travel. Using this approach the 
straightness interferometer has achieved an accuracy 
of five microinches per foot of travel for travel up 
to one hundred feet, without requiring state-of-the- 
art optical flats. The interferometer is presently avail- 
able in two versions: a short-range instrument that 
has one-microinch resolution and measures straight- 
ness over ten feet of travel, and a long-range instru- 
ment that has ten-microinch resolution and measures 
straightness of travel over one hundred feet of travel. 
Both have inherent accuracy of five microinches per 
foot. 

Besides high accuracy, the straightness interfero- 
meter shares another advantage with the optical flat. 
The accuracy of both devices can be improved by a 
technique known as "reversing the straightedge" in 
which a second straightness measurement is taken 
with the reference straightedge reversed so that it 
faces in a direction opposite that of the first measure- 
ment. By averaging the two measurements, the error 
of the interferometer, or optical flat, can be reduced 
to the limit of repeatability of the device under test. 

Principle of Operation 

The principle of operation of the straightness inter- 
ferometer is shown in Fig. 2. The interferometer con- 
sists of a Wollaston prism 2 which acts as a beam-split- 
ter, and a reflector comprised of two plane mirrors 
that are cemented together as a rigid assembly pre- 
cisely matching the angle of divergence of the Wol- 
laston prism. The reflector is mounted on a fixed sur- 
face with its axis aligned with the coordinate axis 
whose straightness is being measured. The prism is 
mounted on the slide that moves along the measured 
axis. 

If the Wollaston prism is illuminated by light from 
a two-frequency laser 3 containing frequency com- 
ponents fj and f 2 , polarized as shown in Fig. 2, then 
the frequency components of the laser beam will be 
separated into two beams which diverge at a small an- 
gle </>. This is because the composite refractive index 
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Fig. 3. Optical path difference in the Wollaston prism for 
f 1 andf 2 isP2-P 1 +2zsin(f>l2, where z is the distance from the 
bottom of the prism and P 2 and P , are optical path lengths for 
z =0. A displacement E of the prism in the z direction causes 
the path difference to change by 2Esin<t>/2. This change is 
measured by the interferometer. 

of the prism is different for the two planes of polariza- 
tion of the two frequency components. The diverg- 
ing beams are then reflected from the plane mirror as- 
sembly back through the Wollaston prism, which re- 
combines them into a single beam. 

During recombination, the two beams interfere 
within the Wollaston prism so the single beam return- 
ing to the laser contains relative phase information 
proportional to the optical path difference of the two 
interfering beams. Any motion of the Wollaston 
prism in a direction parallel to the angular bisector of 
the plane mirror assembly will not cause any change 
in the optical path difference of the two interfering 
beams, since both beams will be lengthened or shor- 
ened by the same amount. However, if the Wollas- 
ton prism moves in a direction perpendicular to the 
angular bisector of the plane mirror assembly an opti- 
cal path difference will be generated within the Wol- 
laston prism. 

The reason for this change in optical path length 
can be seen in Fig. 3. If we consider a plane wave- 
front of one frequency, say f 1( to be normally incident 
on the Wollaston prism from the left, it will leave the 
prism at an angle <f>l2 as shown in Fig. 3a. It follows 



Fig. 2. The straightness inter- 
ferometer causes the two differ- 
ently polarized frequency com- 
ponents in the laser beam to di- 
verge. After reflection from two 
precisely plane mirrors, the two 
components recombine and inter- 
fere in the interferometer. Any 
transverse motion of the interfero- 
meter relative to the mirror bisec- 
tor causes an optical path change 
that is detected and displayed. 
The system is insensitive to mo- 
tion along the mirror bisector and 
to rotation of the laser. 
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from the principle of equal optical paths 4 that the to- 
tal optical path from any point on the incoming wave- 
front A-A' along the direction of a particular ray to 
the wavefront B-B' must be equal to the total optical 
path from A-A' to B-B ' for any other ray. However, be- 
cause the outgoing wavefront is inclined to the prism 
by the angle </>/2, the optical path through the prism is 
not constant, but is equal to P a -zsin</>/2, where P a is 
the optical path length through the prism for the low- 
est ray of frequency f 1( z is the height of the incident 
ray of frequency f x whose path length is to be deter- 
mined, and <t>l2 is the angle of inclination of the emer- 
ging wavefront B-B'. 

Similarly, as shown in Fig. 3b, the optical path 
length through the prism for any ray of frequency f 2 
would be equal to P 2 + zsin</>/2, where P 2 is the opti- 
cal path length through the prism for the lowest ray 
of frequency f 2 , z is the height of the incident ray of 
frequency f 2 whose path length is to be determined, 
and (f)l2 is the angle of inclination of the emerging 
wavefront. Therefore, the difference in optical path 
within the Wollaston prism for the two frequency 
components f : and f 2 is (P a -P 2 ) + 2zsin</>/2 for any 
ray entering the prism at height z. 

Now if the prism is displaced in the z direction by 
a distance E, the optical path difference between the 
two frequency components will change by an 
amount 2Esin</>/2. In other words, if the Wollaston 
prism does not move along the angular bisector of 
the plane mirror reflector in a straight line, out-of- 
straightness will be measured as an optical path dif- 
ference of 2Esin</>/2 where E is the error in straight- 
ness and </> is the divergence angle of the Wollaston 
prism. 

It is important to notice that the two plane mirrors 
shown in Fig. 2 are aligned parallel to the emerging 
wavefronts shown in Fig. 3. Therefore the optical 
path to the mirrors from A-A' in Fig. 3 is the same for 
all rays of a given frequency and the interferometer is 
not sensitive to motion of the laser beam along the z 
direction provided the Wollaston prism remains 
fixed with respect to the mirrors. 



The interferometer measures any relative motion 
between the angular bisector of the plane mirror re- 
flector and the Wollaston prism. It doesn't matter 
whether the Wollaston prism moves, the bisector 
moves, or both move. The mirror bisector axis in ef- 
fect represents the straightedge along which the in- 
terferometric straightness measurement is made. It is 
not the laser beam that is used as the straightness 
reference. 

The difference between the long-range and short- 
range versions of the straightness interferometer lies 
in the Wollaston prism and the plane mirror reflec- 
tor. Externally, the two versions are the same; how- 
ever, the beams exit from the long-range interfero- 
meter at one-tenth the divergence angle of the short- 
range version, and the reflector angle is changed ac- 
cordingly. 

How Straight Is It? 

The straightness of the interferometer axis is a dir- 
ect function of the difference in flatness of the two 
plane mirrors that serve as the interferometer reflec- 
tor. For example, suppose one of the mirrors is flat 
but the other is convex by a small amount 5 as shown 
in Fig. 4. Even though the Wollaston prism, or 
straightness interferometer, were to travel in a 
straight path with respect to the mirror axis, the opti- 
cal path length of f 2 would be shortened by an amount 
equal to 8 with respect to the optical path length of 
fj, and this would be interpreted by the interfero- 
meter as "out of straightness" of the interferometer 
travel. 

The straightness interferometer therefore relies on 
the flatness of the reflector mirrors as its straightness 
reference. Since the mirrors are in fact small optical 
flats, the straightness interferometer represents the 
application of a pair of small optical flats to the mea- 
surement of straightness over a large travel as men- 
tioned previously. Fortunately, extremely accurate 
optical flats are available. Laboratory-grade flats are 
typically accurate to within one microinch per foot. 
The straightness interferometer can tolerate devia- 









f 2 






j 


.*— & 






1 






A 






A 










/ \ 














', 

















Fig. 4. Straightness interfero- 
meter accuracy is a function of the 
flatness of the plane mirrors, which 
are small optical flats. These opti- 
cal flats-not the laser beam-are 
the ultimate straightness refer- 
ence for the system. The system 
can tolerate a modest flatness 
error (8) of about a microinch 
over each two-inch mirror before 
the straightness error exceeds 
five microinches per foot of travel. 
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Machine Tool Calibration with the 
Expanded Laser Measurement System 



The straightness interferometer is the latest in a series of re- 
mote interferometer developments for the HP 5526A Laser Mea- 
surement System. 1,2 It adds an important class of 
measurements — those of the geometry of a coordinate 
system — to the capabilities of the system. 

Up to now the HP Laser Interferometer has been able to 
make accurate measurements of linear position plus two super- 
imposed angular motions, pitch and yaw. But the straightness 
of the coordinate axes and the relationships between them has 
been assessable only with non-interferometric instruments 
which, in general, have limited range, resolution, or linearity. 

The alignment laser is better than other non-interferometric in- 
struments, but accuracy and resolution claims of a few tenths of 
thousandths of an inch are difficult to substantiate as a result of 
its extreme sensitivity to air turbulence. This effect is more se- 
vere for alignment lasers than for the HP straightness interfero- 
meter because the alignment laser depends on the spatial sta- 
bility of the light beam whereas the straightness interferometer 
is sensitive only to differential changes in optical path length. In 
practice, alignment lasers are limited to resolutions of about 
0.001 inch. This limits their suitability for certification purposes 
to situations where specifications are given only to the nearest 
0.01 inch. 

Other drawbacks of non-interferometric instruments for mea- 
suring geometric errors are the length of time required to make 
a calibration, dependence on operator skill and, in most cases, 
no digital output to facilitate on-line digital data reduction and 
analysis. 

Measures Squareness and Parallelism 

The linear, angular, and straightness interferometers are 
capable of evaluating five out of a possible six degrees of 
freedom of a rigid body, roll being the exception. Fig. A illus- 
trates the six degrees of freedom. 




Fig. A. The six degrees of freedom of a machine tool table. 

All machine tools and measuring machines depend on 
the movement of a tool or probe along at least one axis. Al- 
though the importance of each of the six components of mo- 
tion varies with the type of machine, all such devices re- 
quire six measurements to define their performance com- 
pletely. 

Many machines have two or more coordinate axes, and 
this introduces the need to maintain geometric relation- 
ships. In the case of boring, milling, drilling and other simi- 
lar machines there are two or three orthogonally related 
axes. For machines where the workpiece rotates (the single 
largest category of machine tools) parallelism between tool 
and spindle axes is of fundamental importance. 

The straightness interferometer is able to make both per- 
pendicularity and parallelism measurements. This is done 
by comparing two consecutive straightness calibrations of 
adjacent axes, introducing either a 90-degree or a 180-de- 
gree rotation into the straightness reflector axis between 
traverses. 




Laser Head 



Laser 
Display 



36x Resolution 
Extender 



Fig. B. Plan view of setup for straightness and parallelism calibration of a lathe. 



(continued) 
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For perpendicularity a separate right-angle reference is 
required. It can either be a pentaprism, which causes the ex- 
tended axis of the straightness reflector to be viewed with a 
90° deflection, or a precision indexing table, which physically 
rotates the reflector assembly after the first axis has been mea- 
sured. 

For parallelism no separate device is requred. Rotation of 
the spindle/reflector assembly about the spindle axis itself de- 
fines the spindle axis. Fig. B shows how this principle is applied 
to lathe calibration. In this case the straightness reflector is 
chucked in the spindle with its long side in the horizontal plane. 
The reference plane, defined as the bisector of the angle be- 
tween the two reference mirrors, is projected vertically. The 
straightness interferometer is fixed in the toolpost. Deviations in 
a horizontal plane about the bed axis create optical path differ- 
ences in the straightness interferometer that are registered in 
the laser diplay as microinches of out-of-straightness. 

An advantage of the straightness interferometer over conven- 
tional straightness references is immediately apparent. A physi- 
cal straightedge or mandrel has mass and elasticity. Sagging 
therefore limits its useful length in cantilevered fixtures. The 
straightness reflector, on the other hand, measures only 4.5 by 
2 by 2 inches whether the range of straightness measurement 
is six inches or 100 feet. 

After a satisfactory definition of the relative travel between 
the tool axis and the reflector axis has been recorded, the spin- 
dle/reflector assembly is carefully rotated through 180°. By mak- 
ing a second traverse with respect to this redefined reference 
plane, the out-of-parallelism, a, can be determined by: 

a = (a, + a 2 )/2 



where 
a, = anglebetween mean axisoftravel of carriage and axis of 

straightness reflector. 
a 2 = angle between mean axis of travel of carriage and 

axis of straightness reflector after 180° rotation. 
Fig. C shows a typical plot. 

References 

1. J.N. Dukes and G.B. Gordon. "A Two-Hundred-Foot Yardstick with Graduations 
Every Microinch," Hewlett-Packard Journal. August 1970. 

2. R.R. Baldwin, G.B. Gordon, and A.F. Rude. "Remote Laser Interferometry." 
Hewlett-Packard Journal. December 1971. 
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Fig. C. Typical lathe carriage straightness and parallelism 
calibration. 



tions from flatness as high as five or six microinches 
per foot (the actual tolerance is one microinch over 
each two-inch mirror). 



ing heat sources in the vicinity of the measurement 
whenever possible. If a heat source cannot be re- 
moved during a measurement it is helpful to direct 



Air Turbulence 

The principal factor that limits the accuracy of the 
straightness interferometer is air turbulence. Air tur- 
bulence is caused by local variations in the index of 
refraction of air. These variations are almost always 
the result of localized temperature differences, alth- 
ough occasionally a similar phenomenon can be 
caused by variations in the gas content. Air turbu- 
lence causes random variations in the optical path 
lengths of the two interfering laser beams, which in 
turn cause a random fluctuation in the interfero- 
meter reading. 

Although it is difficult to predict the amount of air 
turbulence present in a given environment, there are 
ways to minimize its effects. First, the interferometer 
is affected by air turbulence only in the region be- 
tween the Wollaston prism and the plane mirrors. 
Therefore the closer the interferometer is to the mir- 
rors the smaller the air turbulence effects will be. 
Some "typical" values of air turbulence effects ver- 
sus interferometer-mirror separation are shown in 
Fig. 5. 

Air turbulence can also be minimized by eliminat- 
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Fig. 5. Air turbulence limits straightness interferometer ac- 
curacy by causing random fluctuations in the display. These 
can be reduced by placing the reflector closer to the inter- 
ferometer. 
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hot air in its vicinity away from the measurement 
path by means of a fan. A fan, however, is not as effec- 
tive as the elimination of heat sources and is not re- 
commended except in cases where extremely poor 
air circulation is causing thermal gradients, or where 
the effects of heat sources cannot be removed by any 
other means. 

Because of their random nature, air turbulence ef- 
fects can also be reduced by averaging a number of 
measurements. If the uncertainty in a particular 
straightness measurement is N microinches this un- 
certainty can be reduced to N/Vh microinches if n 
measurements are averaged. 

Other Error Sources 

Whenever a new method of making physical mea- 
surements is devised, two questions always arise: 
"How well does the method measure what it is sup- 
posed to?" and "Does it try to measure anything it is 
not supposed to?" Up to now we have been con- 
cerned with the first question. 

To answer the second question a detailed ray trac- 
ing program was run on an HP 2 100 A Computer. 
This program imposed undesired translational and 
rotational motions on different parts of the interfero- 
meter system to determine what error would result in 
the interferometer reading. The ray tracing program 
was quite comprehensive, involving eighteen inde- 
pendent perturbations for both short-range and long- 
range interferometer systems. A summary is given 
on pagel7.In this article only those motions which 
caused a significant effect in the interferometer read- 
ing are included. 

As predicted earlier, translational motions of the 
laser beam in any direction had no effect on the inter- 
ferometer reading. Also, relative translation along 
any axis perpendicular to the z direction in Fig. 3 be- 
tween the Wollaston prism and the plane mirror re- 
flector had no effect. 

It was expected that such translational motion 
would have no effect other than that caused by imper- 
fections in the optical geometry of the Wollaston 
prism or plane mirror reflector. The primary concern 
was that the interferometer would be sensitive to rota- 
tional motions of the laser, Wollaston prism, or plane 
mirror reflector, particularly if such motion occurred 
around an axis perpendicular to the plane of the 
drawing of Fig. 2. If the interferometer is to behave as 
a proper straightedge, it is imperative that a common 
point exist somewhere within the system about 
which small rotations of any element in the system 
cause no effect on the interferometer reading. Also, it 
is imperative that the interferometer be insensitive to 
small rotations about any axis passing through that 
point. If such a point can be found, then any com- 
pound motion of any element in the system can be re- 



solved into three translations and three rotations 
about that point as an axis. 

Fortunately such a point does exist, and is labeled 
N in Fig. 2. It lies on the centerline of the Wollaston 
prism, about one-quarter inch from the exit face, and 
it is the straightness of travel of this point with re- 
spect to the plane mirror axis that is measured by the 
interferometer. 

Small rotations of the Wollaston prism, the plane 
mirror reflector, and the laser about an axis per- 
pendicular to the plane of Fig. 2 and extending 
through this point cause the effects shown in Figs. 6, 
7, and 8, respectively. Rotation about this axis has 
been arbitrarily called "pitch" and the point N of Fig. 
2 has been called the "nodal point" of the interfero- 
meter system. Since the effects shown in Figs. 6, 7, 
and 8 are small, they should not cause significant er- 
ror during a straightness measurement, because 
large angular pitch is invariably accompanied by 
large out-of-straightness. 

The effects of laser and prism yaw (where "yaw" is 
defined as rotation about an axis perpendicular to 
the mirror bisector, passing through point N and ly- 
ing in the plane of Fig. 2) are shown in Figs. 9 and 10 
respectively. The effects shown in Figs. 7, 8, and 9 
are in fact smaller than the limit of resolution of the 
interferometer. Attempts to measure these effects ex- 
perimentally were unsuccessful, because the inter- 
ferometer showed no effect at all. For this reason ex- 
perimental data has been included only in Figs. 6 and 
10. All data presented is for the short-range straight- 
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Fig. 6. Effect on straightness reading caused by pitch of the 
short-range straightness interferometer (Wollaston prism) 
about the nodal point (N in Fig. 2). Pitch was plotted over 
a wide angular range to demonstrate the agreement between 
theory and experiment. Pitch does not cause significant 
errors, because large angular pitch is always accompanied 
by large out of straightness. 
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Fig. 7. Effect on reading caused by pitch of the short-range 
reflector assembly about the nodal point. 

ness interferometer. The effects caused on the long- 
range interferometer are smaller, and are less likely to 
cause error because of the coarser resolution of the 
long-range instrument. 

It should be mentioned that because the interfero- 
meter is insensitive to any translational motion of the 
laser beam, and because rotation of the laser about 
any point can be resolved into a translation and a rota- 
tion about point N, rotational effects of the laser will 
be minimal regardless of the axis about which it is ro- 
tated. 

A New Kind of Remote Interferometer 

The straightness interferometer is an accessory to 
the 5526A Laser Interferometer System. Being insen- 
sitive to laser motions, it can be remote from the 
laser, and its addition to the 5526A allows the mea- 
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Fig. 9. Effect of laser yaw on reading of short-range version. 
Effects shown in Figs. 7,8, and 9 were too small to measure ex- 
perimentally. Thus experimental data is shown only in Figs. 6 
and 10. 

surement of five out of six degrees of freedom of a ma- 
chine tool slide (see page 13). 

The straightness interferometer is adapted to the 
5526A as shown in Fig. 11. A plane-mirror/ 
beamsplitter assembly called a straightness adaptor 
directs light from the straightness interferometer to 
the photodetector, and a 36 x resolution extender en- 
ables the 5526A display to read straightness errors 
directly and in the correct units. Since the straight- 
ness interferometer measures an out of straightness 
error E as an optical path change 2Esin</>/2, the 
angle (f> was chosen such that 2sin</>/2 = 1/36 for the 
short-range interferometer and 1/360 for the long- 
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Fig. 8. Effect of laser pitch on reading of short-range 
version. 



Fig. 10. Effect of prism yaw on reading of short-range ver- 
sion. Effects shown in Figs. 6 through 10 are less significant 
for the long-range version of the Interferometer. 
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Ray-Trace Program 



As part of the Straightness Interferometer development a ray- 
trace program was written to predict the behavior of three-di- 
mensional optical systems in six degrees of freedom with accur- 
acy greater than 1 part in 10 10 The program, which runs on an 
HP 2100A Computer, can be used to analyze flat-surfaced op- 
tic systems of isotropic or birefringent materials. It offers anal- 
ternative to traditional pencil-and-paper ray tracing and empiri- 
cal analysis. 

Operation of the ray-trace program is very simple. The user 
models his system by writing a straightforward FORTRAN IV 
program, calling upon a library of three-dimensional vector 
mathematics subroutines. The optical components, their rela- 
tionships to each other, and the specific surfaces involved in 
ray-tracing are specified by the programmer. He usually de- 
fines some of the parameters as variables whose values will be 
set later during program execution. 

The ray-trace program performs three tasks. First, it creates 
a set of (x,y,z) points to represent each optical element geomet- 
rically. Then it translates or rotates a part of the system. Each 
optical component can be moved in six degrees of freedom — 
x,y,z, yaw, pitch, or roll — around a user-defined point. Finally, 
the program analyzes each system configuration. 

The program ray-traces from one point to another through 
the optical system, following Snell's Law extended to three di- 
mensions. Point P n on the nth surface can be found given the 
two previously-traced points P n _, and P n _ 2 on the (n-1)st and 
(n-2)nd surfaces. Referring to Fig. A, P n is the inte rsection of: 

1) the plane formed by the incident ray P n _ 2 P n _-| and the 
surface normal at the (n-1)st surface, 

2) the object plane at the nth surface, 

3) the cone with vertex P n _, formed by Snell's Law at the 
(n-1)st surface. 

The quadratic nature of the equations generally results in 
two solutions for P n . The program chooses the appropriate one 
for refraction or reflection. Whenever optical path lengths are 
calculated, it is sufficient to trace the central ray for a complete 
description of system behavior, because all rays in a wavefront 
have equal optical path lengths. 



(n-1)st Surface 
n . / \ n 



nth Surface 




Incident Ray \ \Surface/ Cone 



Plane 



Object Plane 

Fig. A. The ray-trace algorithm follows Snell's Law: If n n _ v 
<£„_, and n n , <t> n are the index of refraction and the angle for 
the incident and refracted ray, respectively, then n n _,s/n# n _r 
= n n sin<t> n . 

Birefringent Materials 

Birefringent materials exhibit double refraction. Wave 
propagation is described by two principal indices of refrac- 
tion, n and n e , and an optic axis OA. Two types of waves 
exist, called ordinary, or o-rays, and extraordinary, or e-rays. 
Wavefronts polarized perpendicular to the optic axis are 
o-rays and propagate with the same velocity v = v in all direc- 



tions, behaving as though they were in an isotropic material. 
Their index of refraction n , defined as c/v, where c is the 
speed of light in a vacuum, is constant. Wavefronts polarized 
parallel to the optic axis are e-rays and propagate in an el- 
lipsoid of revolution about the optic axis following velocity 
v e ', which varies from v to v e as a function of the angle between 
the ray and the optic axis. The instantaneous index of refrac- 
tion n e ' varies between n and n e in an elliptical manner cor- 
responding to v e '. 

One feature of this program is its ability to approximate n e ' for 
birefringent three-dimensional refraction at some surface n-1 



where n n = n ' and P n 



n-1. "n-L 



*n-i. *n> n e , n and 



the optic axis in the material between the (n-1)st and nth sur- 
faces are known. Snell's Law is assu med to hold with the direc- 
tion of nj defined as the direction of P n _-, P n . n e ' is a composite 
function of itself. Referring to Fig. B, nj is a function of angle /3 
and is the simultaneous solution to three equations: the projec- 
tion of n e ' onto th e optic axis, the equation of a circle with radius 
n e ' coplanar with P n _, P n and OA, and the coplanar ellipse des- 
cribed by n e and n . Angle ft is a function of point P n by simple 
geometry, and point P n is a function of n n = n e ' by the ray-trace 
algorithm. Thus n e ' = f(nj). Using iterative mathematical 
methods, n e ' can be found and birefringent refraction can be 
performed for uniaxial materials such as quartz. 




Circle 
Approximation 



Fig. B. The extraordinary index in a uniaxi al mat erial, such as 
quartz, is a function of the angle between P n _ 1 P n and the op- 
tic axis and can be approximated using a circle method. 
The ellipse has rotational symmetry about the optic axis OA. 

Programs 

Ray-trace programs were written to model the long-range 
and short-range straightness interferometers, each program 
requiring 16K of core to run. Fig. C shows the complete con- 
struction of the short-range straightness interferometer. Notice 
that ten points in space define the compensated Wollaston 
prism. An initial ray-trace through the unmoved system cal- 
culates the optical path difference between the interfering rays 
at normal incidence and establishes the system's "zero" re- 
ference for all future measurements. 



(continued) 
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Fig. C. The short-range straightness interferometer program creates a three-dimensional model 
of the system, using points in space. All movement will occur about a user-defined point. 



For the straightness interferometer, it is critical that the user 
find a point such that rotational motions of the system about this 
point have minimal effect on the optical path difference. This is 
the system's "nodal" point. The computer locates the place in- 
side the prism that appears to be the source for the two rays exit- 
ing toward the mirrors, offering this to the user as the possible 
point. It would be the correct choice if the extraordinary ray in 
birefringence propagated spherically, i.e., if n e ' = n e = 
constant. However, because n e ' is actually not constant, the 
choice is not the best and can be improved. The user tries an- 



other point by entering it into the program via the teleprinter and 
running the ray-trace. He repeats this until a suitable point is 
found. For the short-range straightness interferometer, the 
computer's choice, when displaced slightly in the y-direction 
by the user, becomes the nodal point, for it minimizes the inter- 
ferometer readings for motion in all directions except straight- 
ness, or the z-direction. 

Printouts of either summarized or detailed ray-trace results 
are obtainable at the user's request. These lead to system 
understanding and curves such as Figs. 6 through 10. 



range interferometer. The resolution extender forces 
the display to read E directly if the short-range inter- 
ferometer is used, or to read 0.1 if the long-range in- 
terferometer is used. 

The resolution obtainable with the straightness in- 
terferometer is shown graphically in Fig. 12. This 
represents the straightness of travel of a precision air 
bearing slide having a total straightness error of 
about 130 microinches. Although this slide does not 
represent the state of the art in straightness, it is repre- 
sentative of the type of error generally found in ma- 



chine tools in use today. 
Acknowledgments 

The authors gratefully wish to acknowledge the 
help of Bob Smith for developing the 36 X Resolution 
Extender without which this interferometer would 
not have been practical, of Rick Austin for providing 
the mechanical design support to convert the interfer- 
ometer into a useful product, and of Randy Sharp, 
Len Kraska, Dan Connell, Bob Bos and all the other 
production personnel who assisted in putting the in- 
terferometer into production. S 




Straightness 
Interferometer 



5500C Laser Head 



Straightness 
Adaptor 



Straightness 
Reflector 





36 x Resolution 
Extender 



5505A Laser Display 
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extender applies a proportionality 
constant so display reads correct 
units. 
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Fig. 12. Typical straightness cali- 
bration of an air platform and pre- 
cision rail. 



SPECIFICATIONS 

HP Model 5526A Laser Interferometer System 
Option 30, 31, 32 Straightness Interferometers 



(Unless otherwise stated, given specifications apply to both the short and long- 
range versions.) 

ACCURACY: 

INCH: ±5 microinches/foot ±1 count in last digit. 
METRIC: ±0.4 micrometer/meter ±2 counts in the last digit. 
Note: This accuracy can be improved to the limit of repeatibility by rotating the 
Straightness Reflector through 1 80° and making a second pass (equivalent 
to reversal of a straightedge). 
LINEARITY: 
INCH: ±1 count in last digit. 
METRIC: ±2 counts in last digit. 
CALIBRATION: 
SHORT RANGE: ±5% of reading. 
LONG RANGE: ±10% of reading. 
Note: The actual calibration value is marked on each Straightness Reflector. 
RESOLUTION: 
SHORT RANGE: 
Normal and Smooth Modes: 
Inch: 0.00001 inch 
Metric: 0,1 micrometer 
x10 Mode: 
Inch: 0.000001 inch 
Metric: 0,01 micrometer 
LONG RANGE: One-tenth that of the Short-Range version: e.g., in the X10 
mode, metric units, the last digit has a value of 0,1 micrometer: in the NORMAL 
mode, inch units, the last digit has a value of 0.0001 inch. 
AXIAL RANGE: 
SHORT RANGE: 10 feet (3m) ±5%. 
LONG RANGE: 100 feet (30m) ±10%. 
Note: The minimum distance between the Straightness Interferometer and 
the Straightness Reflector at which measurements can be made are: 
Short Range: 4 inches (100 mm) 
Long Range: 3 feet (1 m) 
LATERAL RANGE: ±0.1 in (±2.5 mm). 



Option 33 Pentaprism 

Contact Hewlett-Packard for specifications. 

PRICES IN U.S.A.: 5526A Laser Measurement System, $9550. 

Option 30 Short Range Straightness Interferometer, $3600. 

Option 31 Long Range Straightness Interferometer, $3600. 

Option 32 Full Range Straightness Interferometer, $5950. 

MANUFACTURING DIVISION: SANTA CLARA DIVISION 

530I Stevens Creek Boulevard 
Santa Clara, California 95050 U.S.A. 
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